Vesico-vaginal fistula and bladder stone caused by a protruding spiral tacker 4 years after a laparoscopic sacrocolpopexy: Case report.
Our case report demonstrates that the use of tackers or other devices in a improper way should be avoid and it can be correlated with late complication of laparoscopic colposacropexy.